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Refer to Instructions for Use for indications and important 
safety  information.

Product Size Hydration Volume (mL)

1.0 cc  0.8

2.5 cc 2

5.0 cc 4

10 cc 8

Peel open packaging and remove  
product syringe.

Unscrew white cap.

Remove clear protective cap.

Extrude the implant material from the 
syringe prior to implantation.

Draw hydration fluid and connect to 
product syringe. NOTE: Use sterile male 
luer syringe.

In vertical position, fully press and release  
on hydrating syringe plunger 20 times 
for complete hydration.
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